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Impact to Results 
(Theoretically) Recentrifugation of an Ortho BioVue Cassette may result in a reduction in the 
agglutination strength seen in the columns. As such, a strong reaction, e.g., 4+, may 
become a 3+ grading upon recentrifugation, and a weak reaction may become negative. 
Therefore, recent images from a re-centrifugated cassette may have a lower column grading 
than the original image. Displaying the more recent column image after the recentrifugation 
of a partial cassette will have varying effects on results depending on the sequence of test 
validation and result review.  

Scenario 1: If the user performs the REVIEW RESULTS step immediately after image 
validation and accepts the results, they become uneditable and are transferred to either 
the LIS or the result database. In this case, no incorrect patient result is anticipated. 

Scenario 2: If the user configures the Ortho Optix reader to Auto-Accept results, test 
results without flags would be automatically accepted and cannot be modified. No 
patient impact is anticipated. 

Scenario 3: If the user did not immediately perform the REVIEW RESULTS step after 
the VALIDATE step. They may modify a test result based on the new column image 
obtained after the recentrifugation of the partial cassette, which may have a weaker test 
reaction. In this scenario, modifying the result based on the new image may result in 
incorrect patient results. A falsely reduced grading may have clinical implications for 
dilution/titration tests. Falsely negative results pose a risk of serious patient injury for 
tests such as antibody screening, crossmatching, and antibody identification. 

If SW V2.0.0.2870 has been installed on your ORTHO Optix Reader, QuidelOrtho 
recommends a lookback on tests where partial Cassettes were used, the review result step 
was not done immediately after the VALIDATE step, and the test results were edited from 
weak reactivity to negative due to discordance between the column grading and column 
image. 
 
REQUIRED ACTIONS 

• Until a Software Update is released to resolve the issue, a partial Cassette must not 
be re-used after the first imaging event on the same ORTHO Optix Reader.  

•  
Note: Starting with software version V2.0.0.2870 customers may process multiple 
tests on a single cassette followed by a single imaging event (without having to 
image the cassette for each order individually). 

 
• Complete and return the enclosed Confirmation of Receipt form no later than  

Month DD, 2024. 
 
Resolution 
We are working on a Software Update to resolve this issue and we will communicate again 
when the update is available. In the interim please refer to the Mitigation section in this 
notification.  
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Contact Information 
We apologize for the inconvenience this will cause your laboratory. If you have further 
questions, please contact Global Services Organization at insert number. 

Insert signatory if applicable in your region. 

 

Enclosure: Confirmation of Receipt form (Ref. CL2024-160a_EU_CofR)  

 
 


